Clinical efficacy of a truncated exponential decay defibrillator.
Trans-chest electrical ventricular defibrillation was attempted in eight adult patients using a 400 watt-second truncated exponential decay waveform defibrillator. All attempts occurred in the immediate post-operative period after heart surgery. Five of the eight subjects were defibrillated (63% success). This success rate is similar to that of 300 watt-second damped sinusoidal waveform defibrillators.